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Validation of Respirator Filter Efficacy
Final Report

Executive Summary

This program addressed the following question: Do the respirator canisters used by US
military personnel (specifically the C2A1, R57B, and CP3N) provide sufficient
protection in light of today’s chemical and biological aerosol threats? Particles in the
1-5 um size range were of special interest because biological aerosols are often found in
this range and because particles in this range are respirable.

The C2A1 canister is manufactured to be a minimum of 99.990% efficient for 0.3 um
diameter particles. Likewise, non-DOD approved canisters are tested by NIOSH to be a
minimum of 99.97% efficient for 0.1 — 0.3 um particles. These standard measurements
are made near the particle diameter of maximum penetration. Larger sized particles are
expected to be filtered at a higher level. However, prior to this project, actual
quantification of canister efficiency on bioaerosol challenges and for 1-5 pm aerosol
particles had either not been carried out or had not been carried out with sufficient
quantification.

In Phase | of the program, a literature search was performed on the efficiency of HEPA-
grade canisters for micron-sized aerosol particles. Very few studies of HEPA canisters
were found that addressed larger-sized particles and, in the few studies that did, the
quantification was not sufficient to determine levels of efficiency above approximately
99.99%.

Phase I also included dose calculations based on breathing rates, a range of possible field
concentrations and exposure times. These calculations were performed for a range of
respirator canister efficiencies and showed that penetrations on the order of 10’
(efficiencies on the order of 99.99999%) were needed to have zero particle penetration
under the worst-case conditions.

In Phase Il of the program, direct measurements were made of filtration efficiency for the
canisters for aerosols in the 1-5 um range. The canisters were challenged with
aerosolized BG spores (the spore form of the microorganism Bacillus atrophaeus
formerly Bacillus globigii or BG). The BG spore of approximately 1 um diameter and
inert particles over a range of sizes from 0.3 — 10 um. The inert aerosol results provide a
means of estimating canister penetration for bioaerosols having sizes different from the
BG spores used in the tests. Canister flow rates ranged from 15 to 80 Ipm.

Key conclusions and observations are:
0 The maximum penetration for the aerosolized BG spores was < 2.5 x 10 ™’

(efficiencies > 99.99997%). In 31 of 33 bioaerosol tests, zero BG spores were
measured downstream of the test canister; the other two tests had counts of 1 and



3 BG spores. When no penetrating particles were counted, a 1 count was used to
establish “less than” values for penetration (thus, the <2.5 x 10 " value above is
based on minimum detection level; zero downstream counts were observed).

The inert aerosol tests showed rapidly decreasing penetration as particle size
increased above 0.3 pm:

* At0.3-0.4 um, all canisters had efficiencies near their rated value (i.e.,
penetrations on the order of 10 (efficiencies on the order of 99.999%).

¢ At0.7 — 1.0 um, the maximum penetration was < 1.4 x 10~ (efficiency
>09.999986%) based on minimum detection limits. Many penetration
measurements for this size range were on the order of 10° - 10”°. These
results are consistent with the BG spore results.

» At1-5pum, penetrations were entirely based on detection limits (i.e., no
counts were observed above background levels) and ranged from
approximately < 107 to < 107,

The bioaerosol and inert aerosol results were consistent with each other with both
showing penetrations on the order of <10 - <107 for particles in the 0.7 — 1 pm
size range.

It must be noted that the respirator canister is only one component of the
respirator system. Leakage at other parts of the system, such as face seal and
exhalation valve, will often limit the overall level of protection.



Validation of Respirator Filter Efficacy
Final Report

1.0 Introduction

The program’s objective was to characterize, validate and document the filtration efficiency of
military gas mask canisters for use within high concentration biologically contaminated
environment. The overall intent was to baseline the C2A1, R57B-P100, and CP3N filter
canisters for use within biologically contaminated environments.

The project was conducted in two phases. Phase | consisted of 1) a literature search for existing
filtration efficiency data for HEPA respirator canisters from micrometer-sized particles; 2)
preliminary experimental work to explore means of directly measuring the efficiency of the
canisters for bioaerosol and micrometer-sized inert challenge aerosols; and 3) computing dose
estimates for a range field conditions including contaminant concentration, breathing rates, and
exposure times. The results of Phase | were reported in the Phase | report (“Validation of
Respirator Filter Efficacy: Phase | Quick Look Report (Hanley et al, October 2002). The Phase |
report is provided as a companion document to this report.

This report presents the results of the Phase Il effort to directly measure the filtration efficiency
of the HEPA respirator canisters for aerosolized BG spores and inert (i.e., non biological)
micrometer-sized aerosol particles. The BG spores were approximately 1 um in diameter. The
inert aerosol covered a range of sizes from 0.3 — 10 um and provided both a point of comparison
to the bioaerosol results and a means of estimating canister penetration for bioaerosols having
particle sizes different from the BG spores used in the tests.

Section 2 presents the methodology and results of the bioaerosol tests. Methods and results for
the inert aerosol tests are presented in Section 3. Section 4 presents conclusions from both the
Phase I and Phase Il studies. Appendices A and B contain the bioaerosol and inert aerosol
detailed test data, respectively.

2.0 Bioaerosol Test Methods and Results
2.1 Bioaerosol Methodology

BG spores: The bioaerosol tests were conducted using the spore form of the microorganism
Bacillus atrophaeus (formerly Bacillus globigii or BG). The BG spore is elliptically shaped with
dimensions of ~0.7 - 0.8 X 1 - 1.5um. The BG spores were aerosolized from aqueous suspension
using a 24-jet Collison nebulizer. The output of the nebulizer was dried and charge-neutralized
prior to introduction to the exposure chamber. The objective of the generation system was to
produce a stable high concentration aerosol of individual BG spores. A 6-stage bioaerosol
impactor was used during pretests to confirm that the spores were being generated as single
spores as opposed to multi-spore clusters.

Bioaerosol exposure chamber: The exposure chamber (Figures 1 and 2) was an acrylic
chamber with a working volume of 61 x 61 x 100 cm. The BG aerosol was introduced at the top



of the chamber at a flowrate of approximately 280 Ipm. A rotating baffle ensured well-mixed
conditions within the chamber.

Each run tested three respirator canisters and three chamber monitors operated simultaneously.
The canisters were operated at one of the specified test flows (30 — 80 Ipm). The chamber
monitors were operated at a fixed rate of for all tests (8.42 Ipm) and provided measurement of
the challenge BG aerosol concentration.

Challenge concentration: The bioaerosol challenge in the chamber was sampled using 37mm
0.4 um polycarbonate pore membrane filters in disposable air monitoring cassettes. Three
cassettes were mounted directly above the respirator canisters. Using membrane filters, as
opposed to depth filters, facilitated complete suspension of collected spores from the surface of
the filter.

To quantify the chamber bioaerosol challenge concentration, each chamber monitor filter was
placed in a sterile receptacle containing phosphate-buffered saline with 0.1% Tween 80
(detergent) and agitated to suspend the collected BG spores. Dilutions of the suspension were
made as needed. Approximately 1% of this suspension was diluted and replicates were plated on
tryptic soy agar. The plates were incubated at 32°C overnight. Colony forming units (CFUs)
were counted shortly after mature growth was noted.

Sampling of Penetrating BG Spores: Each respirator canister was connected to a 142 mm
sampler containing a 142 mm 0.4 um polycarbonate pore membrane filter. The relatively large
size of the membrane filter allowed the full canister flow (up to 80 Ipm) to be passed through the
membrane without excessive pressure drop. This also maximized measurement sensitivity
because any spore that penetrated the canister would be captured and detected on the membrane
filter. The number of spores collected on the 142 mm filters downstream of the canisters was
determined by placing the filter directly on the surface of a tryptic soy agar plate.

After sampling, the sampler with the attached respirator canister was carried to the biosafety
cabinet. The respirator canister was removed and the sampler carefully opened to prevent cross
contamination from the exposed surfaces. The polycarbonate filter was removed from the
sample holder using sterile forceps and placed directly on the 150mm agar plate.

The test protocol consisted of the following steps:
1) Load a 142 mm membrane filter into the 142 mm filter holder
2) Sterilize the 142 mm filter holder with filter installed by autoclaving
3) Attach test canister to filter holder assembly in the biosafety cabinet
4) Attach the filter holder assemblies to the respirator test chamber
5) Turn on aerosol generation system and allow 10 minutes for stablization
6) Turn on all samplers and do performance checks
7) Sample for 60 minutes
8) Turn off all pumps and aerosol generator
9) Flush the chamber with clean air
10)  Transport filter holder assemblies with attached respirator canisters to biosafety
cabinet



11)  Open 142 mm filter holder
12)  Transfer 142 mm filter to petri dish with media (allows detection limit of 1 CFU)

The plates were incubated at 32°C overnight. Colony forming units (CFUs) were counted
shortly after mature growth was noted. Control tests for background level quantification were
performed.

The protocol included several key steps taken in preparing and retrieving the bioaerosol samples
to minimize the possibility of external contamination. The 142 mm filter holder with the
membrane filter installed was sterilized prior to attaching the respirator canister by autoclaving at
121 °C for at least 15 min. All assembly of the test unit was in the biosafety cabinet. The test
respirator canister was connected to and detached from the sampler only when located in the
Class 2 biosafety cabinet. Sterile gloves were worn during the performance of each step.

Vacuum
pump

10, 30, 50, | . _
80 Ipm l ] Clean dry air to bring
Vacuum combined flow to ~ 280 Ipm
pump 1of3
37mm - Aerosol charge
cassettes I neutralizer
®

@ ~ 60 Ipm drying air

1lof3
142 mm
samplers

Drier

)
~ 60 Ipm L)
nebulizer flow,
[

=
| @
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Figure 1. Schematic of bioaerosol test chamber. The BG spores were nebulized from an aqueous
solution, dried and charge-neutralized followed by injection into the chamber. 37 mm samplers
were used to monitor the chamber concentration and 142 mm samplers captured any spores
penetrating the test canisters.



Calculation of Penetration and Efficiency: From the chamber monitors and 142 mm
penetration filters, the penetration was computed as:

CFU/m® from 142 mm filter (through respirator canister)

Penetration =
CFU/m? from 37 mm filter (bioaerosol challenge in chamber)

The efficiency was calculated as:

Efficiency (%) = 100 x ( 1 — Penetration)

Figure 2. Photograph of bioaerosol test chamber. Samplers with canisters attached were
assembled under a biosafety cabinet and then brought to the test chamber for attachment
to side-wall ports. A clean hood was positioned over the samplers to minimize risk of

sample contamination.



Figure 3. One of the 142 mm samplers
with chamber mating flange and test
canister attached.

Detection Limit: When the downstream measurements were zero, a count of 1 CFU was used
to establish the minimum detection limit. BG spores were detected on only two of the 33 142
mm filter samples. One spore was detected downstream of a C2Al run at 30 Ipm. Three spores
were isolated from the filter downstream of a R57B canister run at 15 Ipm. All the other
downstream filters were negative.

2.2 Bioaerosol Test Series

The bioaerosol tests were performed in triplicate with the exception of the C2A1 canister, where
eight replicates were made.

Table 1. BG Spore Test Series.

Filters Flow rate * # of Tests
C2A1 80 Ipm 8
CP3N 80 Ipm 3
R57B 40 Ipm 3
C2A1 50 Ipm 3
CP3N 50 Ipm 3
R57B 25 Ipm 3
C2A1 30 Ipm 3
CP3N 30 Ipm 3
R57B 15 Ipm 3

* The R57B was run at half flow rate because it is worn in pairs.



2.3 Bioaerosol Results

The results of the BG spores tests are summarized in Table 2. The raw data is tabulated in
Appendix A.

The first column lists the respirator canister type. The second column shows the flow in liters per
minute at which the test was performed. The third column gives the highest or maximum BG
spore challenge of all the tests at that particular flow rate. Because the BG spore suspensions
had to be prepared daily to ensure that none of the spores had germinated into vegetative cells,
the number of spores in the Collison nebulizer varied each day.

The final two columns show the lowest measured penetration and the maximum measured
efficiency, respectively. When the counts on the 142 mm filter downstream of the respirator
canister were zero, the minimum detection limit is shown as a less than (<) value. As stated
before, when there were zero counts, a count of 1 was used to determine the minimum detection
limit and to calculate the penetration.

Table 2. Summary of the Bioaerosol Test Results.

Flow Maximum BG Lowest Maximum measured
Canister (LPM) Challenge Measured Efficiency (%)
CFU/m? air Penetration y
30 3.0 x 10’ 1.8x 1078 99.999998
C2A1 50 2.4 x10° <14x107 > 99.999986
80 3.2 x 10° <6.5x10% > 09.999993
30 2.2 %10’ <25x10% > 09.999998
CP3N 50 2.5x 10° <1.3x 107 > 00.999987
80 8.8x 10° <25x107 > 00.999975
15 2.4 x 10’ <46x10® > 09.999995
R57B 25 2.6 x 10’ <25x10° > 09.999997
40 2.4 %10’ <1.7x10% > 00.999998

The results show that all three types of respirator canister were highly efficient. All of the

efficiencies exceeded 99.99997 %. The small differences in the penetrations and efficiencies
seen in the table above are due to differences in the concentration of the challenge aerosol not the

respirator canisters.
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3.0 Inert Aerosol Methodology and Results

3.1 Inert Particle Test Methodology

Inert particle testing was performed to extend the size range and measurement resolution of the
bioaerosol measurements. The inert challenge was a polydisperse aerosol of dried, charge-
neutral potassium chloride salt aerosol covering the range from 0.3 — 10 um. Aerosol
concentrations upstream and downstream of the respirator were measured with a pair of aerosol
particle counters (Climet Instruments Model CI1-500 Spectrometer). The aerosol counters
simultaneously counted and sized airborne particles in real time by drawing a continuous air
sample through a detection chamber. The particle counters operate on the basis of light
scattering, and each particle was individually counted and sized (at rates up to thousands per
second) as it passes through a high intensity light beam. From these measurements, the filtration
efficiency of the canisters was determined for 15 particle size ranges between 0.3 and 10 um as
shown in Table 2.

Table 2. Particle sizing channels of the OPC planned for the inert particle tests.

Channel No. Size range (um) Channel No. Size range (um)
1 0.3-04 9 20-2.2
2 0.4-0.50 10 22-3
3 0.50 - 0.55 11 3-4
4 0.55-0.70 12 4-5
5 0.70-1.0 13 5-55
6 1.0-1.3 14 55-7
7 1.3-1.6 15 7-10
8 1.6-2.0 - -

Test Chamber: The tests were conducted by adding a canister exposure chamber to our
standard ASHRAE 52.2 test rig (Figures 4 — 6). The rig (the dilution tunnel in the figures) is
designed for testing HVAC filters over the 0.3 — 10 um size range (ASHRAE Standard 52.2-
1999) with the KCl aerosol. To achieve a high concentration challenge, the output of the
aerosol generator was directed to the canister exposure chamber. A side stream of this flow was
then directed into the test duct. In this configuration, the ASHRAE test duct served as a dilution
tunnel. Air from the canister test chamber flowed into the test duct at a measured rate of 28 Ipm
(1.0 cfm). This was combined with 56,000 Ipm (2000 cfm) of particle-free airflow in the duct to
provide a 2000:1 dilution ratio. Dilution of the challenge aerosol was needed to obtain on-scale
readings with the challenge aerosol particle counter.

Particle Counter Sampling: The particle counters had at a fixed sample flow rate of 7.1 Ipm.
To sample the canister exhaust flow (ranging from 15 — 80 Ipm) a sub sample was drawn from
the air stream. The particle counter inlet probe inlet diameter and the diameter of the
surrounding housing were selected to provide isokinetic sampling of the penetrating aerosol.

11



2000:1 Charge neutralizer
Dilution tunnel
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OPC #2

7 Ipm  exhaust
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exhaust 7 Ipm

Calibrated aerosol
transfer tube; 28 Ipm

Figure 4. Schematic of inert test system as used for the CP3N and R57B canisters. Aerosol
was generated in a spray tower, dried, charge-neutralized and injected into the test
chamber. A portion of the high concentration test chamber air was injected into clean air

duct for dilution.
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Figure 5. Schematic of inert test system as used for the C2Alcanister. The flow direction
through the C2A1 was reversed and the canister was mounted external to the chamber.
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Figure 6. Photo of inert test chamber (right) and sample control panel (left). The CP3N
and R57B test canisters were installed within the chamber. Two different mounting
fixtures were needed because of the different base design of the two canisters. Beneath the
test chamber, the top portion of the particle counter is visible. The open end of the aerosol
transfer tube is visible in the center of the back side of the chamber. A reverse-flow C2A1l
canister with pipe thread attachments is seen on the left near the large rotameter.
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Test Protocol: The test protocol for full testing was as follows:

1) Install canister in exposure chamber

2)  Obtain background counts by operating the full test system for 90 minutes with all
airflows at test settings and the particle counters sampling the airstreams, but
without aerosol generation; the last 60 minutes of this period was taken as the
background count for the canister.

3)  Begin aerosol generation.

4)  After allowing 15 minutes for the aerosol generator to stabilize, begin 60 minutes of
data collection — these counts are taken as the penetrating counts for the canister.

For the penetrating aerosol samples, each particle counter sample was 24 seconds duration with
150 samples collected per hour. The summation of these counts, after correction for background
count and the fraction of flow sampled, provided the total penetrating particle count.

For the upstream aerosol concentration, the particle counter sampled via the dilution duct. Each
sample was 24 seconds in duration but, unlike the penetrating aerosol samples, the challenge
samples were taken at 10-minute intervals to prevent undue contamination of the counter. The
average of these readings (after allowing the 15 minutes for the aerosol generator to stabilize)
was computed and multiplied by 150 to provide the challenge particle count. This value was
then multiplied by the dilution ratio (2000) to provided the total challenge counts for the 60-
minute period.

Penetration and efficiency were then computed as:

(downstream counts — background counts) x (canister flowrate / sample flowrate)

Penetration =
challenge counts x dilution ratio

Efficiency (%) = 100 x ( 1 — Penetration)

The calculations of penetration and efficiency were performed on a channel-by-channel basis for
the 15 channels of the particle counters.

Test protocol for screening tests: The purpose of the screening tests was to see if any of the
canisters had substantially higher penetration than the others thereby indicating the presence of a
defect (e.g., a significant leak). For these tests, a clean-air purge line was added to the test
system so that the canisters could be changed out without having the high concentration aerosol
enter the downstream sampling system. For the screening tests, the procedure was:

1) Activate a clean-air purge flow in the particle counter sampling system

2) Install canister in exposure chamber

3) Turn off the clean-air purge flow

4) Immediately expose to aerosol and collect downstream counts for 5 minutes.
5) Activate the clean-air purge flow.

15



6) Remove canister and install the next one.

During these tests, the challenge aerosol particle counter sampling from the dilution tunnel ran
continuously. For these screening tests, background counts were not obtained.

Special procedure for C2A1 canister: An unexpected problem was encounter with the test
method for the C2AL1 canister. This canister appears to have a relatively high rate of “particle
shedding”, i.e., the canister appears to readily release particles into the downstream flow that
come off of its internal components. One likely source of such particles was the granular
activated carbon; carbon is known to often produce a fine powder dust, but other sources may be
present. It is important to note that these particles do not represent penetration of the canister by
the challenge aerosol, and thus should be subtracted from the total penetrating counts. The
intention of our test protocol was to use the background counts measured in the 60 minutes prior
to turning on the aerosol generator to correct for this type of particle source. However, for the
C2A1, this was not adequate. While we do not fully understand the process, it may be that the
shedding rate of the canister increased when a challenge aerosol was present through a cascading
effect where one penetrating particle knocks off one or more “dust” particles into the air stream.
While we don’t normally think of sub-micron particles having this effect (because of their low
mass), given the high number of penetrating particles (on the order of 10,000 — 50,000
penetrating particles during the 1-hr test), it may be possible; it only took a few shedding
particles to interfere with these high efficiency measurements.

Our solution to this problem was to isolate the source of the particles by running the C2Al
canister backwards with the flow entering the exit side and discharging through the inlet side.
With this reversed flow, the carbon bed and the side of the HEPA media near the carbon bed
were now upstream and any particle generation from these components would have to penetrate
the HEPA media before showing up in the downstream counts. When tested in this manner, the
C2A1 penetration counts were greatly reduced.

In order to run the canister with reverse flow, pipe thread fittings were attached (with hot-glue)
to the inlet and outlet of the canister. Furthermore, in this configuration, the canisters had to be
mounted on the outside of the exposure chamber as illustrated in Figure 5.

Note that such particle shedding would not be a problem in the bioaerosol tests. In the
bioaerosol tests, the detection method only detected viable BG spores. Other non-biological
particles would not appear as colony forming units in the samples.

Detection Limit: Due to non-zero background counts observed for many of the canisters,
especially at the smaller particle sizes, a minimum detection limit was set at twice the
background count or 1 particle, whichever was greater, for the CP3N and R57B canisters.
Penetration values based on the minimum detection limit are reported as “less than” values.

For the C2AL1 canister, higher background values and variability were observed than with the
other canister types, even when operated with reverse flow. Thus, for the C2ALl tests, the
minimum detection limit was taken as twice the background rate or 4 particles, whichever was
greater. The data tables in Appendix B note these areas of high background variability.

16



For the one C2A1 canister test performed at 30 Ipm with reverse flow, the canister had been
previously used in one of the screening tests. Reusing the canister was necessary because all
remaining new canisters had been used in tests directed at resolving the C2A1 shedding issue.
Because the screening tests were performed in the normal flow orientation, the reverse flow test
was susceptible to elevated shedding due to the previously collected inert test particles. Thus,
for this test, only data below 0.7 um appeared reasonable; at larger particle sizes shedding of the
previously deposited screening test particles precluded reliable penetration measurement.

When comparing “less than” values, note that it is not possible to rank the penetrations. All that
can be said is that each individual value is less than the detection limit for that calculation. For
example, the actual value of a “less than” entry could range from just slightly below the
detection level to many orders of magnitude lower.

Typical challenge levels and the associated detection levels shown in Table 3.

Table 3. Typical inert challenge counts and detection limits on penetration and
efficiency; 1-hour test @ 80 Ipm canister flow.

OPC Geo. Mean Efficiency
Channel Diam. Challenge Penetration limit
Number (um) counts limit (%)

1 0.35 3.4E+09 3.0E-10 99.99999997
2 0.45 2.4E+09 4.1E-10 99.99999996
3 0.52 4.8E+08 2.1E-09 99.99999979
4 0.62 1.2E+09 8.4E-10 99.99999992
5 0.84 2.2E+09 4.6E-10 99.99999995
6 1.14 8.2E+08 1.2E-09 99.99999988
7 1.44 3.9E+08 2.5E-09 99.99999975
8 1.79 3.2E+08 3.1E-09 99.99999969
9 2.10 1.5E+08 6.8E-09 99.99999932
10 2.57 3.8E+08 2.7E-09 99.99999973
11 3.46 1.9E+08 5.4E-09 99.99999946
12 4.47 7.4E+07 1.3E-08 99.99999866
13 5.24 2.4E+07 4.2E-08 99.99999578
14 6.20 3.5E+07 2.8E-08 99.99999716
15 8.37 1.4E+07 7.0E-08 99.99999300

17



3.2 Inert Aerosol Test series

The inert aerosol test series consisted of triplicate tests at the high flow rate and single tests at
two lower flows (Table 3). Additionally, 25 screening tests of each canister type were
performed at the high flow.

Table 4. Inert Test Series

Filter Flow rate* Round 1 Round 2 Round 3

C2Al 80 Ipm X X X

CP3N 80 Ipm X X X

R57B 40 Ipm X X X

C2Al1 50 Ipm X

CP3N 50 Ipm X

R57B 25 Ipm X

C2Al 30 Ipm X

CP3N 30 Ipm X

R57B 15 Ipm X

Inert aerosol penetration screening tests:

C2Al1 80 Ipm 25 canisters were screened; canisters with high penetration (if
any) to be tested further.

CP3N 80 Ipm 25 canisters were screened; canisters with high penetration (if
any) to be tested further.

R57B 40 Ipm 25 canisters were screened; canisters with high penetration (if
any) to be tested further.

* Because the R57B canister is worn in pairs, its test flow rate was % that used
for the other two canisters.

3.3 Inert Aerosol Tests Results

Results for the inert aerosol tests are summarized in Table 5 for the full tests of the canisters and
provides penetration determinations from 0.3 — 10 um. When the penetrating counts were zero
or less than the background counts, the minimum detection level is used to report penetration as
a “less than” value.

The penetration results are plotted in Figures 7 - 9 for the C2A1, CP3N, and R57B, respectively.
In these figures, only measurements above the minimum detection level are shown. Figure 10
plots the average penetration of each canister at the high test flow (80 Ipm for the C2A1 and
CP3N and 40 Ipm for the R57B).



Tables 6 - 8 show the results from the screening tests. In the tables, both the computed
penetration (left side) and raw downstream counts (right side) are reported. The purpose of these
tests was to see if any of the canisters had substantially higher penetration than the others thereby
indicating the presence of a flaw (i.e., a significant leak). None of the canisters displayed
leakage sufficient to be detected by the screening tests. Note that the screening tests did not
quantify the background count rate and thus, background counts were not subtracted from the
penetration counts. Thus, the penetrations shown are likely higher than actual because the
background count rates were often non-zero over the 0.3 — 1 um size range, especially
immediately after installing the canister. For the screening tests, the C2A1 was tested in its
normal flow orientation and was installed inside the exposure chamber.

4. Conclusions and Observations
Key conclusions and observations are:

0 The maximum penetration for the aerosolized BG spores was < 2.5 x 10~
(efficiencies > 99.99997%). In 31 of 33 bioaerosol tests, zero BG spores were
measured downstream of the test canister; the other two tests had counts of 1 and
3 BG spores. When no penetrating particles were counted, a 1 count was used to
establish “less than” values for penetration (thus, the <2.5 x 10 " value above is
based on minimum detection level; zero downstream counts were observed).

0 The inert aerosol tests showed rapidly decreasing penetration as particle size
increased above 0.3 pm:

* At0.3-0.4 um, all canisters had efficiencies near their rated value (i.e.,
penetrations on the order of 10 (efficiencies on the order of 99.999%).

¢ At0.7 — 1.0 um, the maximum penetration was < 1.4 x 10~ (efficiency
>09.999986%) based on minimum detection limits. Many penetration
measurements for this size range were on the order of 10° — 107.

* At 1l-5pum, penetrations were entirely based on detection limits (i.e., no
counts were observed above background levels) and ranged from
approximately < 107 to < 10°8.

o The bioaerosol and inert aerosol results were consistent with each other with both
showing penetrations on the order of <10 - <107 for particles in the 0.7 — 1 pm
size range.

0 The inert aerosol results provide a means of estimating canister penetration for
bioaerosols having sizes different from the BG spores used in the tests.

0 It must be noted that the respirator canister is only one component of the

respirator system. Leakage at other parts of the system, such as face seal and
exhalation valve, will often limit the overall level of protection.
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Table 5. Summary of inert aerosol test results. Values based on the minimum detection limits are reported as “less than”

values.

OPC Channel Number
Min. Diam (um)
Max. Diam (um)
Geo. Mean Diam. (um)

RTI Canister Flow Rate

Test No. Type
03020301 C2A1
03030301 C2A1
03030302 C2A1
03030303 C2A1
03030304 C2A1
12310203  CP3N
01140303 CP3N
01150302 CP3N
01100302  CP3N

01140301  CP3N

01090301 R57B
01160301 R57B
01160302 R57B
01100303 R57B

01130301 R57B

(LPM)
80
80
80

Mean
50

30

80

80

80
Mean

50

30

40

40

40
Mean

25

15

1
0.3
0.4

0.35

2.2E-5
1.9E-5
7.7E-5
3.9E-5

5.4E-6
9.5E-7
3.2E-5
1.7E-5
1.6E-5
2.2E-5
4.8E-6

7.9E-7

1.5E-5
1.3E-5
14E-5
14E-5

5.5E-6

5.9E-7

2
0.4
0.50
0.45

2.6E-6
2.2E-6
1.0E-5
5.0E-6

7.6E-7
1.6E-7
4.4E-6
1.7E-6
1.5E-6
2.5E-6
4.2E-7

1.1E-7

1.1E-6
1.4E-6
1.4E-6
1.3E-6

5.8E-7

1.0E-7

3
0.5
0.55
0.52

6.0E-7
5.4E-7
2.3E-6
1.2E-6

1.0E-7
7.7E-8
1.1E-6
2.8E-7
1.7E-7
5.2E-7

1.1E-7

1.7E-8

2.2E-7
2.0E-7
3.1E-7
2.5E-7

1.5E-7

2.9E-8

4
0.55
0.70
0.62

2.1E-7
<1.3E-7
8.8E-7
<4.1E-7

<8.3E-8
4.1E-8
2.9E-7
4.3E-8
1.8E-7
1.7E-7

< 4.8E-8

1.0E-8

4.6E-8
8.5E-8
1.2E-7
8.3E-8

4.8E-8

1.1E-8

5
0.7
1.00
0.84

2.0E-8
< 1.4E-7
< 1.5E-7
<1.1E-7

<7.2E-8

5.6E-8
1.4E-8
5.2E-9
2.5E-8

< 7.9E-9

<1.9E-9

2.6E-9
7.8E-9
1.0E-8
6.9E-9

6.6E-9

3.5E-9

6
1
1.30
1.14

< 5.6E-8
<1l.1E-7
< 2.0E-7
<1.2E-7

<1.8E-7

1.3E-8
<1.3E-8
<1.4E-8
< 1.3E-8
<6.9E-9

<4.8E-9

<7.4E-9
<6.9E-9
<7.2E-9
<7.2E-9
<3.4E-9

<1.5E-9
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7
13
1.60
1.44

< 1.2E-7
< 3.5E-7
< 1.8E-7
< 2.2E-7

<3.1E-7

< 2.7E-8
< 2.7E-8
< 2.9E-8
< 2.8E-8

<1.4E-8

<9.7E-9

<1.4E-8
<1.4E-8
< 1.5E-8
<1.4E-8

< 6.8E-9

<2.9E-9

8
1.6
2.00
1.79

<1.4E-7
< 14E-7
<15E-7
<14E-7

<4.2E-7

< 3.2E-8
<3.3E-8
< 3.6E-8
< 3.4E-8

< 1.6E-8

<1.2E-8

< 1.6E-8
<1.8E-8
<1.8E-8
<1.7E-8

<8.4E-9

<3.5E-9

9
2
2.20
2.10

<3.1E-7
<3.1E-7
<3.2E-7
< 3.1E-7

<2.1E-7

< 6.6E-8
<7.3E-8
< 7.9E-8
< 7.2E-8

< 3.5E-8

< 2.6E-8

<3.3E-8
< 3.8E-8
< 3.8E-8
< 3.6E-8

<1.8E-8

<8.2E-9

10
2.2
3.00
2.57

<1.2E-7
< 1.9E-7
< 2.7E-7
<1.9E-7

< 3.8E-7

< 2.5E-8
< 3.0E-8
< 3.2E-8
<2.9E-8

<1.4E-8

<1.1E-8

<1.2E-8
< 1.5E-8
< 1.5E-8
<1.4E-8

<7.4E-9

< 3.4E-9

11

4.00
3.46

<2.7E-7
<2.7E-7
<2.8E-7
< 2.7E-7

< 3.5E-7

< 5.0E-8
< 6.5E-8
< 6.5E-8
< 6.0E-8

<2.7E-8

<2.1E-8

<2.2E-8
< 3.0E-8
<3.1E-8
<2.8E-8

<1.4E-8

<7.1E-9

12

5.00
4.47

< 6.8E-7
< 6.6E-7
< T7.4E-7
<6.9E-7

<A4.7E-7

<1.2E-7
< 1.7E-7
< 1.7E-7
< 1.5E-7

< 6.5E-8

<5.1E-8

<5.0E-8
< 7.6E-8
< 7.6E-8
<6.7E-8

< 3.5E-8

< 1.8E-8

13

5.50
5.24

< 2.0E-6
< 2.0E-6
<2.3E-6
< 2.1E-6

< 1.4E-6

<3.3E-7
<5.1E-7
<5.0E-7
< 4.5E-7

<1.9E-7

< 1.5E-7

<1.3E-7
<2.4E-7
<2.3E-7
<2.0E-7

<9.7E-8

<b5.7E-8

14
55
7.00
6.20

< 1.4E-6
< 1.5E-6
< 1.6E-6
< 1.5E-6

<1.1E-6

< 2.3E-7
< 3.8E-7
< 3.6E-7
< 3.2E-7

<1.3E-7

<1.1E-7

<9.2E-8
<1.6E-7
<1.8E-7
<1.4E-7

<7.2E-8

<4.3E-8
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10.00
8.37

< 3.9E-6
< 3.9E-6
< 3.9E-6
< 3.9E-6

< 8.6E-6

<4.9E-7
<9.5E-7
<9.1E-7
<7.9E-7

<3.0E-7

<2.7E-7

<1.8E-7
<3.9E-7
<4.2E-7
<3.3E-7

< 1.6E-7

<1.2E-7
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Figure 7. Penetration curves for C2A1 canister at 30, 50 and 80 Ipm.
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Figure 8. Penetration curves for CP3N canister at 30, 50 and 80 Ipm.
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Figure 9. Penetration curves for R57B canister at 15, 25 and 40 lpm.

Comparison at high flow
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Figure 10. Comparison of the C2A1, CP3N and R57B at the high test flow rate.
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O~NO UL WNPF

03-04

99.994
99.984
99.988
99.993
99.994
99.993
99.996
99.989
99.995
99.994
99.987
99.993
99.991
99.996
99.995
99.997
99.997
99.989
99.996
99.994
99.995
99.993
99.995
99.995
99.995

Filtration Efficiency (%)

0.4-0.5

99.998
99.993
99.995
99.995
99.997
99.997
99.997
99.995
99.998
99.996
99.992
99.995
99.988
99.998
99.998
99.998
99.999
99.997
99.999
99.999
99.998
99.997
99.992
99.998
99.998

Table 6. Screening results for C2A1 canisters.

0.5-0.55

99.998
99.993
99.995
99.996
99.997
99.998
99.998
99.996
99.997
99.994
99.991
99.993
99.993
99.997
99.999
99.998
99.999
99.996
99.999
99.999
99.998
99.998
99.990
100.000
100.000

0.55-0.7

99.998
99.993
99.998
99.996
99.998
99.996
99.998
99.996
99.998
99.992
99.992
99.997
99.994
99.998
99.997
99.997
99.999
99.997
99.998
99.999
99.999
99.997
99.994
99.999
99.998

0.7-1

100.000
99.995
99.999
99.998
99.998
99.998
99.999
99.998
99.999
99.995
99.995
99.998
99.997
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.997
99.999
99.999
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0.3-04

118
308
225
139
119
136
77
207
99
112
249
134
174
72
93
64
57
215
68
114
99
126
101
90
98

Raw Counts Observed

0.4-05

33
99
75
75
49
40
36
7
30
50
116
70
164
34
22
34
18
39
16
18
31
38
107
24
31

0.5-0.55

5
20
13
11

8

5

6
12

7
16
26
20
20

7

D

[y

N
PRP~NOOWRAOWO

0.55-0.7

12
49
16
30
17
27
13
27
13
52
57
23
41
13
18
19

8
22
12
10

9
19
43

5
11

0.7-1

5
59
17
23
23
21
13
29

9
64
60
28
37

9
10
11
12
18
14
10
15

7
39

8
13
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0.3-04

99.998
99.986
99.992
99.992
99.992
99.990
99.994
99.992
99.994
99.994
99.995
99.996
99.994
99.995
99.995
99.993
99.994
99.995
99.995
99.989
99.993
99.993
99.994
99.994
99.993

Table 7. Screening results for the CP3N canisters

Filtration Efficiency (%)

0.4-0.5

100.000
99.993
99.999
99.999
99.999
99.998
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.999
99.999

100.000
99.998
99.999
99.999
99.999
99.998
99.999

0.5-0.55

100.000
99.995
99.999

100.000

100.000

100.000

100.000
99.999
99.999

100.000

100.000
99.999

100.000

100.000

100.000

100.000

100.000

100.000

100.000
99.999

100.000
99.999

100.000
99.999

100.000

0.55-0.7

100.000

99.997
100.000
100.000
100.000

99.999
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000

99.999
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000

0.7-1

100.000

99.999
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
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0.3-0.4

43
267
148
158
145
190
121
153
105
118
101

85
115

104
131
109
103
101
202
140
135
122
113
130

Raw Counts Observed

0.4-0.5

4
96
17
18
14
33
11
14
21
11
16

8
16
13
10
17

8
15

6
24
19
12

8
23
17

0.5-0.55

0

=
w
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0.55-0.7

1

N
N
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0.7-1
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1002

03-04

99.994
99.974
99.991
99.991
99.993
99.988
99.993
99.990
99.993
99.993
99.995
99.991
99.993
99.993
99.997
99.992
99.993
99.993
99.993
99.998
99.991
99.993
99.991
99.994
99.994
99.982

Table 8. Screening results for the R57B canisters

Filtration Efficiency (%)

0.4-05

99.999
99.992
99.999
99.999
99.999
99.998
99.999
99.999
99.999
99.999
100.000
99.999
99.999
99.999
100.000
99.999
99.999
100.000
99.999
100.000
99.999
99.999
99.999
99.999
100.000
99.994

0.5-0.55

100.000

99.993
100.000
100.000

99.999
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000

99.999
100.000
100.000
100.000
100.000
100.000
100.000

99.998

0.55-0.7

100.000

99.996
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000

99.998

0.7-1

100.000

99.998
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
100.000
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0.3-0.4

130
591
208
205
154
265
155
213
151
159
105
195
161
151

75
179
151
153
149

40
196
160
195
143
144
410

Raw Counts Observed

04-05

9
127
15
10
11
25
13
14
15
11
7
15
17
9
5
9
13
8
18
4
15
22
20
18
5
91

0.5-0.55

OO0OPFRPOPFRPOONOOOPFRPORPRFPOFRPORPRRPPWERREPL WO

0.55-0.

w

OOONPFPOORFRORPRPFPOOOORPFRPORPRPFPOOOONER

[Eny

7

0.7-1
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Appendix A

Bioaerosol Test Data

Pages 29 — 31 provide the raw data for the 37 mm chamber monitors and the calculation steps to
compute the challenge BG spore concentrations (cfu/m? air).

Pages 32 - 33 provide the raw data for the 142 mm penetration filters located downstream of the
test canisters and the calculation steps to compute the penetration BG spore concentration
(cfu/m? air)

Pages 34 - 35 uses the above raw data to compute the penetration and efficiency values for each
test.
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date

80 Ipm
C2A1 canister
12/30/2002

CP3N canister
12/31/2002

C2A1 canister
1/3/2003

C2A1 canister
1/21/2003

50 Ipm
C2A1 canister
1/2/2003

filter

counts

22
14
21
27
21
27

89
92
57
78
55
67

187
177
181
172

321
317
220
251
316
330

212
222
161
205
219
259

mean

18

24

24

90.5

67.5

61

182

176.5

319

2355

323

217

183

239

plated

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

recip dil

1000

1000

1000

100

100

100

100

100

100

100

100

100

100

100

28

total ml

cfuffilter

9.0E+05

1.2E+06

1.2E+06

4.5E+05

3.4E+05

3.1E+05

9.1E+05

8.8E+05

1.6E+06

1.2E+06

1.6E+06

1.1E+06

9.2E+05

1.2E+06

min

60

60

60

61

61

61

60

60

60

60

60

60

60

60

flow

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

cfu/ms
air

1.8E+06

2.4E+06

2.4E+06

8.8E+05

6.6E+05

5.9E+05

1.8E+06

1.7E+06

3.2E+06

2.3E+06

3.2E+06

2.1E+06

1.8E+06

2.4E+06



CP3N canister

1/2/2003 1
2
3
30 Ipm
C2A1 canister
1/9/2003 1
2
3

CP3N canister
1/9/2003 1

40 Ipm
R57B canister
1/13/2003 1

25 Ipm
R57B canister
1/13/2003 1

290
222
214
238
131
148

271
273
270
334
282
219

152
158
224
230
183
199

258
232
225
251
152
187

220
231
244
179
300
231

256

226

139.5

272

302

250.5

155

227

191

245

238

169.5

225.5

2115

265.5

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

100

100

100

1000

1000

1000

1000

1000

1000

1000

1000

1000

1000

1000

1000

29

1.3E+06

1.1E+06

7.0E+05

1.4E+07

1.5E+07

1.3E+07

7.8E+06

1.1E+07

9.6E+06

1.2E+07

1.2E+07

8.5E+06

1.1E+07

1.1E+07

1.3E+07

60

60

60

60

60

60

60.5

60.5

60.5

60

60

60

60

60

60

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

8.42

2.5E+06

2.2E+06

1.4E+06

2.7TE+07

3.0E+07

2.5E+07

1.5E+07

2.2E+07

1.9E+07

2.4E+07

2.4E+07

1.7E+07

2.2E+07

2.1E+07

2.6E+07



15 Ipm
R57B canister

1/14/2003 1 203 213.5 0.1 1000 5 1.1E+07 60 8.42 2.1E+07
224

2 229 243 0.1 1000 5 1.2E+07 60 8.42 2.4E+07
257

3 200 195 0.1 1000 5 9.8E+06 60 8.42 1.9E+07
190
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date filter cfu/filter min flow cfu/ms air

80 Ipm lpm
C2A1 canister (1 used because cannot use 0 to calculate)
12/30/2002 1 1 60 80 <0.21
2 1 60 80 <0.21
3 1 60 80 <0.21

CP3N canister

12/31/2002 1 1 61 80 <0.20
2 1 61 80 <0.20
3 1 61 80 <0.20
double HEPA
12/31/2002 1 1 60 80 <0.21
2 1 60 80 <0.21
3 1 60 80 <0.21
C2A1 canister
1/3/2003 1 1 60 80 <0.21
2 1 60 80 <0.21
C2A1 canister
1/21/2003 1 1 60 80 <0.21
2 1 60 80 <0.21
3 1 60 80 <0.21
50 Ipm
C2A1 canister
1/2/2003 1 1 60 50 <0.33
2 1 60 50 <0.33
3 1 60 50 <0.33

CP3N canister
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1/2/2003

30 Ipm
C2A1 canister
1/9/2003

CP3N canister
1/9/2003

40 Ipm
R57B canister
1/13/2003

25 Ipm
R57B canister
1/13/2003

15 Ipm
R57B canister
1/14/2003

60

60

60

60.5

60.5

60.5

60

60

60

60

60

60

60

60

60

60

60

60

50

50

50

30

30

30

30

30

30

40

40

40

25

25

25

15

15

15
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<0.33

<0.33

<0.33

<0.55

0.551

<0.55

<0.56

<0.56

<0.56

<0.42

<0.42

<0.42

<0.67

<0.67

<0.67

<111

<1l.11

3.33



80 Ipm

C2A1 canister
12/30/2002 C2AL1 canister - 1
12/30/2002 C2AL1 canister - 2
12/30/2002 C2A1 canister - 3
1/3/2003 C2AL1 canister - 4
1/3/2003 C2AL1 canister - 5
1/21/2003 C2AL1 canister - 6
1/21/2003 C2A1 canister - 7
1/21/2003 C2AL1 canister - 8

CP3N canister
12/31/2002 CP3N canister -1
12/31/2002 CP3N canister -2
12/31/2002 CP3N canister -3

40 Ipm

R57B canister
1/13/2003 R57B canister - 1
1/13/2003 R57B canister - 2
1/13/2003 R57B canister - 3

50 Ipm

C2A1 canister
1/2/2003 C2AL1 canister - 9
1/2/2003 C2AL1 canister - 10
1/2/2003 C2A1 canister - 11

CP3N canister
1/2/2003 CP3N canister - 4
1/2/2003 CP3N canister - 5
1/2/2003 CP3N canister - 6

25 Ipm

R57B canister
1/13/2003 R57B canister - 4
1/13/2003 R57B canister - 5
1/13/2003 R57B canister - 6

30 Ipm

C2A1 canister
1/9/2003 C2AL1 canister - 12
1/9/2003 C2A1 canister - 13

1/9/2003 C2A1 canister - 14

CP3N canister
1/9/2003 CP3N canister - 7

challenge downstream

cfu/m? air

1.8E+06
2.4E+06
2.4E+06
1.8E+06
1.7E+06
3.2E+06
2.3E+06
3.2E+06

8.8E+05
6.6E+05
5.9E+05

2.4E+07
2.4E+07
1.7E+07

2.1E+06
1.8E+06
2.4E+06

2.5E+06
2.2E+06
1.4E+06

2.2E+07
2.1E+07
2.6E+07

2.7E+07
3.0E+07
2.5E+07

1.5E+07

cfu/ms air

<0.21
<0.21
<0.21
<0.21
<0.21
<0.21
<0.21
<0.21

<0.21
<0.21
<0.21

<0.42
<0.42
<0.42

<0.33
<0.33
<0.33

<0.33
<0.33
<0.33

<0.67
<0.68
<0.69

<0.55
0.55
<0.55

<0.55
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Penetration Efficiency (%)

<1.17E-07
<8.77E-08
<8.77E-08
<1.16E-07
<1.19E-07
<6.60E-08
<8.94E-08
<6.52E-08

<2.36E-07
<3.17E-07
<3.51E-07

<1.72E-08
<1.77E-08
<2.48E-08

<1.55E-07
<1.84E-07
<1.41E-07

<1.32E-07
<1.49E-07
<2.41E-07

<2.99E-08
<3.18E-08
<2.54E-08

<2.05E-08
1.84E-08
<2.22E-08

<3.62E-08

>99.999988
>99.999991
>99.999992
>99.999988
>99.999988
>99.999993
>99.999991
>99.999993

>99.99998
>099.99997
>99.99996

>99.999998
>99.999998
>99.999998

>99.999984
>99.999982
>99.999986

>99.999987
>99.999985
>99.99998

>99.999997
>99.999997
>99.999997

>99.999998
99.999998
>99.999998

>99.999996



1/9/2003 CP3N canister - 8
1/9/2003 CP3N canister - 9

15 Ipm

R57B canister
1/14/2003 R57B canister - 7
1/14/2003 R57B canister - 8
1/14/2003 R57B canister - 9

2.2E+07
1.9E+07

2.1E+07
2.4E+07
1.9E+07

<0.55
<0.55

<111
<1.11
3.33
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<2.47E-08
<2.94E-08

<5.26E-08
<4.62E-08
1.73E-07

>99.999998
>99.999997

>99.999994
>99.999995
99.99998



Appendix B

Inert Test Data

The raw particle count data associated with each test is summarized along with the steps used to
calculate the penetrations and filtration efficiencies.
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Canister C2A1 Reverse Flow

Flowrate (Ipm) 80
Test Number 03020301
A B
Background

Particle  Penetration Penetration
Diameter count (raw count (raw
(um)  summation) summation)

0.35 3 6432
0.45 2 587
0.52 0 26
0.62 0 23
0.84 0 4
1.14 1 0
1.44 0 2
1.79 0 0
2.10 0 0
2.57 0 2
3.46 0 1
4.47 0 0
5.24 0 0
6.20 0 0
8.37 2 0

Cc

Penetration

counts minus

bkg counts
(B-A)

642
58
2

2

NP B

9
5
6
3

NOOOFrRNOO

D E
Sampling Penetration
ratio counts x

(canister  sampling
flow / OPC ratio
flow) (CxD)
11.3 72439.4
11.3 6591.5
11.3 293.0
11.3 259.2
11.3 45.1
11.3 -11.3
11.3 225
11.3 0.0
11.3 0.0
11.3 225
11.3 11.3
11.3 0.0
11.3 0.0
11.3 0.0
11.3 -22.5

Challenge
Count sum

1,654,815
1,260,345
243,600
617,475
1,120,215
400,755
189,285
159,660
71,985
181,335
84,435
33,240
11,070
15,810
5,715

G

Dilution
factor on
Challenge

counts

2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
2,000
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Challenge x
dilution factor
(FxG)

3,309,630,000
2,520,690,000
487,200,000
1,234,950,000
2,240,430,000
801,510,000
378,570,000
319,320,000
143,970,000
362,670,000
168,870,000
66,480,000
22,140,000
31,620,000
11,430,000

Computed

Computed

Penetration Efficiency (%);

(E/H)

2.2E-05
2.6E-06
6.0E-07
2.1E-07
2.0E-08
-1.4E-08
6.0E-08
0.0E+00
0.0E+00
6.2E-08
6.7E-08
0.0E+00
0.0E+00
0.0E+00
-2.0E-06

100 x (1 - i)

99.997811
99.999739
99.999940
99.999979
99.999998
100.000001
99.999994
100.000000
100.000000
99.999994
99.999993
100.000000
100.000000
100.000000
100.000197

Detection
limit on
Penetration

2.0E-08
1.8E-08
9.3E-08
3.6E-08
2.0E-08
5.6E-08
1.2E-07
1.4E-07
3.1E-07
1.2E-07
2.7E-07
6.8E-07
2.0E-06
1.4E-06
3.9E-06

Detection
limit on

Report

Efficiency Penetration

99.999998
99.999998
99.999991
99.999996
99.999998
99.999994
99.999988
99.999986
99.999969
99.999988
99.999973
99.999932
99.999796
99.999857
99.999606

2.2E-05
2.6E-06
6.0E-